[Surgical techniques of ventricular assist device].
Since October 1982 to April 1990, we had 16 ventricular assist device (VAD) cases in our institute. Using this VAD system that was produced by Nippon Zeon company, surgical techniques for cannulation and de-cannulation could be made very easily, and connection between cannulae and pump also could be performed quickly. In this article, the actual surgical techniques and the know-how were illustrated in detail. If this techniques can be more accustomed, the clinical results of VAD cases will be improved.